CtNTLK KLbULATlO.N 5b-2 

Volume III 

2 fjovemoer 1987 

Operations 

SPECIFIC STATION REQUIREMENTS Fun EL 244 

This regulation estaDlishes the procedures for station unique operations ana analysis. 

Distribution limited to DoD and UoD contractors only; to protect information and technical aata 
which advance the state-of-the-art or describe new technology in an area of significant or 
potentially significant military application, 2 November 1987. Other requests shall be referred 
to HQ/DOSB. 

1. Operating Concept. Routine operating and maintenance are accomplished auring a daily 8-hour 
period covering approximately 1400 - 2200Z. This 8-hour period of operation is a daily 
requirement, including holidays and weekends. During the remaining 16-hour perioa, attendance 
is required to insure the physical security and fire protection of the facility. Limit 
operational activities to station equipment checks and maintaining a capability to respond to 
GSOC data requests or restoral of data transmission to the GSOC. Do not assign tasks requiring 
the presence of two people during this 16-hour period. The station is authorized to delay their 
response to the GSOC when compliance requires a second operator to be present on-site. 

2. Station Designator. The station aesignator for EL 244 is FLFL. Use FLF for the three 
element entry preceding the station designator on data messages. Mark CEN Form 10s, using the 
appropriate color, with the first two letters of the station designator. 

3. Timing Standard. Satellite derived time. 

4. Koutine Calibrations. Perform SPS and LPS calibrations sequentially using the Central 
Terminal, commencing immediately after 1700Z. Use an amplitude factor 4 (lOOmu) for the SPS and 
an amplitude factor 2 (10U) for the LPS. 

5. EDIT tape registration numbers are 5400 through 5499. 

6. Training outage. Outage authorized in CENR 55-2 is granted for Tuosaay of each week from 
1600Z through 1900Z. 

7. Analysis ano Data Reporting Requirements: 

a. The station is exempt from routine analysis and data reporting with the following 
exceptions: 

(1) Transmit oata reports covering periods required by the GSOC Include in this report 
all events extending into, or continuing out of, the requested period. 

(2) If data period covers more than one ZULU day, use a new computer function oata line 
(bbbbbb FLF FLFL) (date CMM PART ONE) to precede each day's data. If data are requested over an 
extenaea perioa of time, each data reporting period will cover eight hours (0001-0800Z, 0801- 
1600Z, 1601-240OZ). 

b. In addition to the above requirement, maintain a continuous capability to respond to 
review requests. Also, estaDlish analysis ana reporting exercises to ensure each person's 
analysis proficiency. 

c. In order to effectively evaluate the station's analysis and reporting capability, 
provide selected analysis time perioas to this headquarters for evaluation. Procedures are as 
follows: 

(1) Analyze 16OG-2000Z on the 15th of each month. 

(2) Prepare a message, but do not transmit, using correct format as specified in CENR 
55-2, Vol 1 and forwarded with the appropriate station log. Do not complete address elements. 
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(3) It is not tne intent or" the program to limit trie, stati en's analysis and reporting 
exercises to cne day per montn. Analysis and reporting training should do accurr.pl i snea on a 
continuing basis ana this program snould De used to complement that training. 

8. SPS bevel ocoraer Presentations: 

a. Primary Develocorcer : 

TRACE UATA MAb ASN ChAN uISP ID iCALE DEV SENS VULlAbE 

0.30b 

0.305 

0.305 

O.JUb 

0.30b 

0.30b 

0.305 

0.30b 

1.22 

1.22 

1.22 

0.244 

2.44 

r Channel jumpered in SOU from equal or higher gain channel. 

b. Secondary Develocoroer: 

TRACE DATA MAG ASH CHAN DISP ID SCALE DEV SENS YULTAbE 



1 


SZ2BP36013 


2000K 


SPDSUl 


SPL360 


1.0 


2 


SZ2BF06023 


2000K 


SPUS02 


SPLUbU 


1.0 


3 


SZ2BP12013 


2000K 


SPUS03 


SPL120 


1.0 


4 


SZ2BP1B013 


2O00K 


SP0S04 


SPL1&0 


1.0 


5 


SZ2BP24013 


20OUK 


SPDS05 


SPL240 


1.0 


b 


SZ2BP3U013 


2U00K 


SPUSOb 


SPL300 


1.0 


7 


SZ2bP0G099 


2000K 


SPUS07 


SPZQOO 


1.0 


B 


SZ2BP35919 


2000K 


SPUSOb 


SPT3b9 


1.0 


9 


SZ2I01 


bOOK 


SP0SO9 


SPRWDl 


0.25 


10 


SN2I61H 


50UK 


SPUSlb 


SPHW20 


0.2b 


11 


SE2IblH 


600K 


SPDSlb 


SPRW21 


D.25 


12 


SZ21blM 


sOK 


SPDS14 


SPR'w22 


1.0 


13 


S22I61L 


5K? 


SPDS14 


SPRW22 


1.0 



1 


SZ2I18 


50UK 


SPDS13 


SPRW18 


0.25 


1.22 


2 


SZ2I15 


500.K 


SPDS12 


SPKW15 


0.25 


1.22 


3 


SZ2I01 


bOOK? 


SPOSOy 


SPRWOl 


0.2b 


1.22 


4 


SZ2I11 


50OK + 


SPUSIO 


SPRWli 


0.2b 


1.22 


5 


SZ2I13 


50OK 


SPOSli 


SPRW13 


0.25 


1.22 


b 


SZ2BP0009y 


2UUUK? 


SP0S07 


SPZUOO 


1.0 


0.305 


7 


SZ2BP35919 


20UOK-? 


SPDS08 


SPT359 


1.0 


0.30b 


8 


SZ2I01 


25GK? 


SPDS09 


SPRWOl 


i.O 


2.44 


9 


SN2I61H 


25UK? 


SPDSlb 


SPRW20 


0.2b 


2.44 


10 


SE2Iblh 


250K.f 


SPDSlb 


SPRW21 


0.25 


2.44 


11 


SZ2I61H 


bUK? 


SPDS14 


SPRW22 


0.25 


0.244 


12 


SN2I61M 


5UK? 


SPDS15 


SPRW20 


0.25' 


3.ub 


13 


SE2lblh 


bOKi? 


SPDSlb 


SPRW21 


U.2b* 


3.Ub 



f Channel jumpered in SOU from equal or higher gain channel. 

* Change display scale to 1.0 for develocorder sensitivity checks. 

+ Use trace 4 wnenever a spare trace is required I AW CENR 55-2 Vol 1. 

y. LPS uevelocoraer Presentation: 



TRACE 


DATA 


MAG 


ASN CHAN 


DISP ID 


SCALI 


1 


LZSIblM 


10K 


LPDS01 


LPSC11 


10* 


2 


LN5I&1M 


10K 


LPDS02 


LPSC12 


10* 


3 


LE5IblM 


1UK 


LPDS03 


LPSC13 


1U* 


4 


L25I61H 


5UK 


LPDS04 


LPSC11 


50* 


5 


LN5I61H 


bOK 


LPDS05 


LPSC12 


bu* 


b 


LE5IblH 


50K 


LPUSOb 


LPSC13 


50* 


7 


LZ5I61L 


IK 


LPUS07 


LPSC11 


i* 



DEV SENS VOLTAGE 

.358 

• 3bt$ 
.3bb 
.3bb 

• 3bb 
.3b8 
.358 



* Set aisplay scale to 1.0 for oevelocoraer sensitivity checks. 
10. Channel transmitted to the GSOC: 



CHANNEL 



DISP ID 



SCALE 



SPHDOl 


SPL3bO 


1.0 


SPHU02 


SPLUbO 


1.0 


SPHU03 


SPL120 


1.0 


SPHD04 


SPLlbO 


1.0 


SPHD05 


SPL240 


1.0 


SPHUOo 


SPL300 


1.0 
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CHANNEL 


OlbP ID 


SCALE 


SPHDu? 


SPZOOO 


1.0 


bPhuud* 


SIN 


1.0 


iFHUuy 


SPKWUl 


1.0 


SPHLiiU 


5Hkkl9 


i.U 


iPhUll 


SPKW2U 


1.0 


5PhU12 


SPRW21 


1.0 


bPhul3 


SPRW22 


1.0 


LPhbOl 


LPbClZ 


bO.O 


LPHU02 


LPSC1N 


50. 


LPHD03 


LPSC1E 


50.0 


LPHU04 


LPSC1Z 


1.0 


LPHDU5 


LPbClN 


1.0 


LPhOOb 


LPSC1E 


1.0 



* SET CPU 2 test voltage to 0.305 at 1.0 hz. 
li. uata Cross-rererence Lists: 







CT 


DOS 


STPK 


STPk 


ISENSE 


UtV 


INST 


KTIU 


CHANNEL 


CAIN 


CH ID 


CCA IN 


Mu/CT 


It) 


U01 


SP01 


SOI 


4b 


SPH'wOl 


0.80 


0.08 


S/.2IU1 


U02 


SP02 


S02 


4B 


SPKW02 


0.80 


0.08 


SZ2I02 


U03 


SP03 


SOB 


48 


SPkWOB 


0.8U 


O.Ob 


SZ2I03 


LI 04 


SP04 


S04 


48 


SPKW04 


0.80 


0.08 


SZ2I04 


1105 


SPOb 


S05 


48 


SPkWOb 


0.80 


0.08 


SZ2I05 


U06 


SP06 


S06 


4b 


SPRW06 


0.80 


0.08 


SZ2I0b 


U07 


SP07 


S07 


4B 


SPkW07 


0.8U 


0.08 


SZ2I07 


uoa 


SPOB 


SOB 


4B 


SPRW08 


0.80 


0.08 


SZ2I08 


U09 


SPoy 


S09 


4B 


SPkwoy 


0.80 


0.08 


SZ2I0y 


U10 


SPIO 


S10 


4B 


SPRW10 


0.80 


0.08 


SZ2I10 


Ull 


SP11 


Sll 


4« 


SPkwii 


0.80 


0.08 


SZ2U1 


U12 


SP12 


S12 


48 


SPRW12 


0.80 


0.08 


SZ2I12 


U13 


SP13 


S13 


4y 


SPKW13 


0.80 


0.08 


SZ2I13 


U14 


SP14 


S14 


4B 


SPRW14 


0.80 


0.08 


SZ2I14 


U15 


SP15 


S15 


4B 


SPkwib 


0.80 


0.08 


SZ2I15 


U16 


SPlfa 


Sib 


4B 


SPP.W16 


0.80 


0.08 


SZ2I15 


U17 


SP17 


S17 


48 


SPKW17 


0.80 


O.Ob 


SZ2I17 


U18 


SPlfa 


SIB 


4B 


SPRW18 


0.80 


0.08 


SZ2I18 


KSZ 


bbol 


Si9 


4B 


SPRU19 


0.80 


O.Ob 


SZ2IblH 


KSN 


BB01 


S20 


4B 


SPRW20 


0.80 


0.08 


SN2I61H 


KSE 


Baul 


S21 


48 


SPkW21 


0.80 


0.08 


SE2I61H 


KSZ 


BB01 


S22 


12 


SPRW22 


1.00 


5.12 


SZ2I61H 


KSN 


bbOl 


S23 


12 


** NOT In 


STPK ** 


KSE 


BbOl 


524 


1Z 










LPZ 


bBOl 


L01 


— 


LPSC11 


1.00 


0.33 


LZSIbl 


LPN 


bBOl 


L01 


— 


LPSC12 


1.00 


0.33 


LN5I61 


LPE 


bBOl 


L01 


-- 


LPSC13 


1.00 


0.33 


LESIbl 


LPZ 


BbOl 


L02 


— 


LPSC21 


1.00 


0.33 


LZSIbl 


LPN 


bBOl 


L02 


— 


LPSC22 


1.00 


0.33 


LNSIbl 


LPE 


bBOl 


L02 


— 


LPSC23 


1.00 


0.33 


LE5I61 



Central Terminal Configuration Parameters: 

a. General Site Configuration (Menu Selection 3) 



Site IU Number 


03 


Number of 98UU BPS Lines 


I 


Number of analog channels 


8 


Number of 544 Cards 


3 


Number of SPRTs 


18 


Number of LPRTs 





Number of BBRTs 


1 



Lthk ob-Z, Vo) ill 2 Uovember 1937 



kI- Specific Configuration (Menu selection 4 





RT 


PukT 


u/V 


1 ii'lt. 


KlILi AUUrl 


ADUK 


JtLAY 


Slut 


SPUi 


* "» -K 


i 




1 


b^Ut 


* ** 


I 




<L 


iPOJ 


*#* 


i 




— * 


SPu4 


*■*■« 


i 




4 


SPUb 


* ** 


i 




^ 


SPUD 


»** 


b 




| 


SPU7 


«** 


3 




Z 


sPub 


» *■* 


b 




b 


SPU'J 


■*-* * 


D 




4 


SPlU 


*-** 


b 







SP11 


**-» 


^ 






SPi^ J 


r *» 


y 




z 


SPlb J 


fcutt 


y 




b 


bPi4 J 


**•» 


b> 


y 


4 


bPlb ] 


»** 


1U 




1 


SPlO J 


Jt*TC 


lu 




Z 


bPl7 j 


*** 


lU 


'/ 


j 


SPiO J 


*** 


1U 




4 


btslll 


.*•** 


<:i 


y 


L 



X** = 



Specific KT serial numDer 



c. Analog Channel Configuration (Menu Selection b): 

Analog 

Channel RTlU UAlU 



1 

Z 

3 ** nil Channels are site selectaole ** 

4 
b 



a. First hessage to TUS Contents (Menu Selection 6): 

NumDer of SPKTs in First Message 18 
NuraDer of LPKTs in First Message 
NumDer of tstJKTs in First Message 1 

e. 12 bit a/D/A Channel liain Assignments (Menu Selection 7) 



ChANNhL 


KTID 


GAIN 


SU1 


SPUl 


48 


S02 


SP02 


48 


SU3 


SPU3 


48 


S04 


SPU4 


48 


SUb 


SPUb 


48 


SOb 


SPOb 


48 


S07 


SPU7 


48 


SOtt 


SPUB 


48 


S09 


SP09 


48 


SLO 


SPlU 


48 


Sll 


SPU 


48 


S12 


SP12 


48 


S13 


SPI3 


48 


S14 


SPU 


48 


S15 


SPlb 


48 


S16 


SPlb 


48 


S17 


SPU 


48 


Sib 


SP18 


48 


S19 


BbUlSZ 


48 


S20 


BB01SN 


48 


S21 


BB01SE 


48 


S22 


BBOISZ 


12 


S23 


BB01SN 


12 


S24 


BB01SE 


12 
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f. lb bit LPUAKTS Channel Assignments (Menu Selection o): 
CHANNEL KTIU 

L01 bbOl 
L02 bbui 

g. hardware Settings: 

SP Uesirea Gain Setting 0.01 ? 

LP Desirea Gain Setting 0.333 ?? 

Seconas Datachron Set behind Time 37.U01 seconas +/- O.OUOb seconas 

Datum TCG Time Setting Sync to actual time 

FTS Receiver Settings Latitude: 

Longitude: *Fkun un i>ITE uulUMEnTs* 

Elevation: 
FTS Filter Factor lu 

KeasonaDleness Test tnableo 

f Set SP desired gain setting to 0.005 upon implementation of Block 1 FDA software. 
?? Set LP oesired gain setting to 0.167 upon implementation of block 1 FDA software, 

13. STPk CPU Configuration Parameters: 

a. CPU 1: 

CUNFIGURATIUN IDENTIFICATION = Cxxxx-IHL 

UPEKATE1 IDENTIFICATION = 0PEKATE1 

SITE IDENTIFICATION = 244 

LP DATA AND INSTRUMENT TYPE (A, 31, 3b) = 36 

NUMBER OF SHUKT PERIOD ARKAY CHANNELS = lb 

NUMBER OF SHUKT PERIOD OTHER CHANNELS = 4 

NUMBER OF LUNG PtRlUU ARRAY CHANNELS = 3 

NUMbER UF LONG PERIOD OTHER CHANNELS = 3 

TYPE UF LP OTHER CHANNELS (A,B) = 3 

NUMbER OF SHURT PERIOD PROCESSES = 8 

NUMBER UF LUNG PERIOD PROCESSES = 1 

SHUKT PERIOD FREQUENCY FILTER LENbTH = 99 

LONG PERIUU FREQUENCY FILTER LENGTH = 1 

AMOUNT UF SHORT PERIOD TIME DELAY REQUIRED = 

AMOUNT UF LUNG PERiUU TIME DELAY KtQUIRED = 

SP COORDINATES: 

U,0,0 

1,0.196,0.741 

2,1.766,0.680 

3,2.034,-0.772 

4,0.892,-0.803 

5,-0.446,-1.143 

6,-0.946,-0.093 

7,-1.392,0.834 

8,0.321-1.761 

9,1.820,3.954 

10,2.515,2.317 

11,3.479,-0.185 

12,4.193,-2.286 

13,0.624,-3.490 

14,-1.855,-2.934 

15,-3.015,-0.710 

16,-3.890,1.384 

17,-2.248,3.2431 

18,-0.036,4.540 

LP COORDINATES: 

0,0,0 

1,0,0,C 

SP FREQUENCY FILTER PARAMETERS: 

50 

0.0006, 0.0005, -.0002, -.0012, -.0022, -.0026, -.0024, -.0016, -.0007, -.0004 

-.0007, -.0015, -.0022, -.0020, -.0009, 0.0010, 0.0028, 0.0033, 0.0036,0. 0025 
0.0014, 0.0014, 0.0027, 0.0049, 0.0067, 0.0068, 0.0046, 0.0008, -.0031, -.0052 
-.0046, -.0024, -.0010, -.0029, -.0095, -.0192, -.0280, -.0316, -.0276, -.0188 
-.0120, -.0161, -.0354, -.0648, -.0869, -.0777, -.0174, 0.0911, 0.2099, 0.2658 
0.2099, 0.0911, -.0174, -.0777, -.0869. -.0648, -.0354, -.0161, -.0120, -.0188 
-.0276, -.0316, -.0280, -.0192,-. 0095, -.0029, -.0010, -.0024, -.0046, -.0052 
- 0031 0008 0.0046,0.0068,0.0067,0.0049,0.0027,0.0014,0.0014,0.0025 
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0.0036, 0.0038, 0.0028, 0.0010, -.0009. -.0020, -.0022, -.0015, -. 0007. -.U004 
-.0007, -.0016, -.0024 ,-.0026, -.0022, -.0012, -.0002, 0.0005, 0.0006 

LP FREQUENCY FILTER PARAMETERS 


o.*999 

SP BEAM PARAMETERS: 
SPL360, 0,000, 13. 0,d 
SPLObO, 0,060, 13.0,8 
SPL120, 0,120, 13. 0,B 
SPL180,0,180,13.0,B 
SPL240, 0,240, 13.0,3 
SPL30U, 0,300, 13. 0,B 
SPZ000,0,0,0,B 
SPT359, 0,359, 19. 0,B 
LP BEAM PARAMETERS: 
LPB3&Z, 1,000,3.5,8 
SP PROCESSING DELAY = 60 
LP PROCESSING DELAY = 1 

D. CPU 2: 

CONFIGURATION IDENTIFICATION = Cxxxx-2hL 

UPEKATE2 IDENTIFICATION = 0PEkATE2 

SITE IDENTIFICATION = 244 

LP DATA AND INSTRUMENT TYPE (A, 3 1,3b) = 3b 

NUMBER OF SHORT PEKlOU ARRAY CHANNELS = 18 

NUMBER OF SHORT PERIOD OTHER ChANNELS = 4 

NUMBER OF LONG PERlOU ARRAY CHANNELS = 3 

NUMBER OF LONG PEklOO OTHER ChANNELS = 3 

TYPE OF LP OTHER CHANNELS (A,B) = B 

NUMBER OF SHURT PERIOD PROCESSES = 8 

NUMBER OF LONG PERIOD PKUCESSES = i 

NO SP CHAN TO BE TRANSMITTED VIA HSM = 13 

NO LP CHAN TO BE TKANSMlTTEU VIA HSM = b 

NUMBER OF CONTACT SENSOR MONITORS = 4 

NUMBER OF A/U CHANNEL CHANNEL MONITORS = 1 

AMOUNT OF SP EDIT TIME DELAY REUUIREO = 

AMOUNT OF LP EDIT TImE DELAY kEQOIRED = U 

SP COORDINATES: 

0,0,0 

1,0.196,0.741 

2,1.766,0.680 

3,2.034,-0.772 

4,0.892,-0.803 

5,-0.446,-1.143 

6,-0.946,-0.093 

7,-1.392,0.834 

8,0.321.1.761 

9,1.820,3.954 

10,2.515,2.317 

11,3.479,-0.185 

12,4.193,-2.286 

13,0.624,-3.490 

14,-1.855,-2.934 

15,-3.015,-0.710 

16,-3.890,1.884 

17,-2.248,3.2431 

18,-0.036,4.540 

LP COORDINATES: 

0,0,0 

l.O.O.C 

SP CALIBRATION DEFAULT PARAMETERS: 

0.833,1.0,10.0,0,170000,0.9,1.1,2.928,8 

1.00,1.708 

0.5,1.708 

0.8,1.708 

1.5,1.708 

2.0,1.708 

2.5,1.708 

3.0,1.708 

4.0,1.708 
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LP CALIBRATION DEFAULT PARAMETERS: 

U. 2b 39,0. 04, 10. 0,0, 173000. 0.9, 1.1. 1.97 ,7, 3 

0.04, .2243 

U. 1,2. 243 

0.067,. 2243 

0.Ub,.2243 

0.033, .2243 

0.025, .2243 

0.020,. 2243 

SP CHANNEL CONFIGURATION FUR CALIBRATION SYSTtM: 

1.1 

1,2 

1,3 

1.4 

1.5 

1,6 

1,7 

1,8 

1,9 

1,10 

1,11 

1,12 

1,13 

1,14 

1,15 

1,16 

1,17 

1,18 

1,24 

1,24 

1.24 

1,24 

SP BEAM PARAMETERS: 

SPL360, 0,000, 13. O.B 

SPL060, 0,060, 13. O.B 

SPL120, 0,120,13.0,8 

SPL180.0, 180,13.0,8 

SPL240, 0,240, 13. O.B 

SPL300, 0,300, 13. 0,B 

SPZ000,0,0,0,B 

SPT359, 0,359, 19. 0,B 

LP BEAM PARAMETERS: 

LPB36Z,1,000,3.5,B 

CHANNEL CONFIGURATION FOR HIGH SPEED MODEM: 

SPL360,SPL06O,SPL120,SPL180,SPL240,SPL30O,SPZO0O,SPRWO2,SPRWOl,SPRW19, 

SPRW20,SPRW21,SPRW22,LPSC1Z,LPSC1N,LPSC1E,LPSC1Z,LPSC1N,LPSC1E 

RELAY IDENTIFIERS AND NORMAL STATUS FOR EACH CUNTACT SENSOR MONITOR: 

LOBATT.l 

ACOFF.l 

REVXFR.l 

LOXTR.l 

IDENTIFIERS AND LIMITS FOK EACH A/D CHANNEL MONITOR: 

LNPOWR.5.4,6.6 

OFFICIAL 

SUMMARY OF CHANGES 

Rewrote in active voice. Aaaed purpose ana distribution statements. Deleted specific 

references to Vol I. 



